**Product Description**

The INSORB® |1 Forceps is a reusable, dual-tip, sequentially closing hand-held device specifically designed to enable a single clinician to approximate skin in both general and plastic surgery wound closure. The sequential closing feature of the INSORB® |1 Forceps enables a clinician to focus on grasping 5mm of the first wound edge and then proceed to grasp 5mm of the opposing wound edge with one hand while the other hand operates the INSORB® Stapler.

Tissue grasping technique using the INSORB® |1 Forceps determines two INSORB® Stapler outputs:
- Staple to Staple Spacing.
- Staple Depth.

The INSORB® Staple depth within the incision is determined by the amount of tissue the clinician grasps prior to mating the INSORB® |1 Forceps with the stapler. Grasping 5mm of tissue is recommended to ensure proper INSORB® Staple depth.

The use of this forceps is not required to place INSORB®|1 Staples. Usage of a standard, single Adson forceps is described by the Instructions for Use included with INSORB®|1 Staplers.

**Contraindications**

The INSORB® |1 Forceps has no known contraindications.

**Indications For Use**

The INSORB® |1 Forceps is a hand-held General Surgical Instrument for tissue approximation during skin closure.

**How Supplied**

The INSORB® |1 Forceps is packaged as non-sterile. Device must be Cleaned and Steam Sterilized prior to use.

**Limitations on Reprocessing**

Repeated reprocessing has minimal effect on the INSORB® |1 Forceps. End of life is determined by wear and damage. Prior to use, inspect the INSORB® |1 Forceps to ensure proper function and condition. Do not use the device if it is damaged, broken, or fails to perform as intended.

**Warnings**

The INSORB® |1 Forceps shall be used in accordance with the REF 9100 Instructions for Use. Read all sections prior to use.

Improper use of the INSORB® |1 Forceps may cause serious injury. Improper cleaning, sterilization, and maintenance of the INSORB® |1 Forceps may damage it and / or render the device non-sterile prior to patient use and could cause serious injury to the patient or health care provider.

**Precautions**

The INSORB® |1 Forceps is intended for surgical use only. Using the INSORB® |1 Forceps for a task other than that for which it is intended may result in a damaged or broken device.

Only the cleaning and sterilization processes defined within the REF 9100 Instructions for Use have been validated.

**Pre-Cleaning Instructions**

DO NOT ALLOW INSTRUMENTS TO DRY AFTER USE. Initiate cleaning within 2 hours after use.

Immediately following surgery remove excess, gross soil by rinsing or wiping the device and then soaking the INSORB® |1 Forceps for a minimum of 30 minutes in neutral-pH detergent.

**Automatic Cleaning Instructions**

1. Ensure all cleaning instructions are followed prior to automatic cleaning.
2. Process the device per the validated cleaning cycle below.
3. After drying, if visible moisture is present, dry the INSORB® |1 Forceps with a clean, lint-free towel.
4. Visually examine the INSORB® |1 Forceps for cleanliness.
5. If visible soil remains, repeat this automatic cleaning procedure.

**Sterilization Instructions**

**REF 9100 INSORB® |1 Forceps Validated Cleaning Cycle**

<table>
<thead>
<tr>
<th>Phase</th>
<th>Pre-wash</th>
<th>Enzyme Wash</th>
<th>Rinse</th>
<th>Dry</th>
</tr>
</thead>
<tbody>
<tr>
<td>Time (min)</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>7</td>
</tr>
<tr>
<td>Temperature</td>
<td>Cold Tap Water</td>
<td>Hot Tap Water</td>
<td>Hot Tap Water</td>
<td>90°C</td>
</tr>
<tr>
<td>Detergent</td>
<td>No detergent</td>
<td>Enzol®, 1 oz. per gallon</td>
<td>No detergent</td>
<td>No detergent</td>
</tr>
</tbody>
</table>

Immediately proceed from cleaning to the validated Sterilization Cycle below. Do not store instrument prior to sterilization.

**REF 9100 INSORB® |1 Forceps Validated Steam Sterilization Cycle**

<table>
<thead>
<tr>
<th>Sterilizer Type</th>
<th>Pre-vacuum</th>
<th>Preconditioning Pulses</th>
<th>Minimum Temperature</th>
<th>Exposure Time</th>
<th>Dry Time</th>
<th>Sterilization Wrap</th>
</tr>
</thead>
<tbody>
<tr>
<td>Time (min)</td>
<td>4</td>
<td>4 pulses</td>
<td>132°C</td>
<td>4 minutes</td>
<td>30 minutes</td>
<td>Halyard H600 Sequential Sterilization Wrap, Individually wrapped</td>
</tr>
</tbody>
</table>

**Inspection & Maintenance**

Proper care and handling is essential for satisfactory performance of any surgical device. The previous precautions should be taken to ensure long and trouble-free service from your INSORB® |1 Forceps.

Inspect the INSORB® |1 Forceps before each use for broken, cracked, tarnished or corroded surfaces, and chipped or worn parts. If any of these conditions appear, do not use the device and discard it appropriately.

**Storage**

After sterilization, the INSORB® |1 Forceps must remain in sterilization packaging and be stored in a clean, dry environment.

**Contact Information**

Incisive Surgical
14405 21st Avenue North,
Plymouth, MN 55447 USA
877-246-7672 x032
www.Insorb.com

**Symbols Used On Labeling**

- **Rx Only** – U.S. Law restricts this device to sale, distribution, and use by or on the order of, a physician.
- **Manufacturer. The company responsible for a device marketed under its name.**
- **Lot Number**
- **Catalog Number**
- **Consult Instructions for Use**
- **Caution: See Warnings and Precautions**
- **Device provided non-sterile and must be cleaned and sterilized prior to use.**

**Symbols Used On Labeling**

- **Non Sterile**
- **Rx Only** – U.S. Law restricts this device to sale, distribution, and use by or on the order of, a physician.
- **Manufacturer. The company responsible for a device marketed under its name.**
- **Lot Number**
- **Catalog Number**
- **Consult Instructions for Use**
- **Caution: See Warnings and Precautions**
- **Device provided non-sterile and must be cleaned and sterilized prior to use.**

**Symbols Used On Labeling**

- **Non Sterile**
- **Rx Only** – U.S. Law restricts this device to sale, distribution, and use by or on the order of, a physician.
- **Manufacturer. The company responsible for a device marketed under its name.**
- **Lot Number**
- **Catalog Number**
- **Consult Instructions for Use**
- **Caution: See Warnings and Precautions**
- **Device provided non-sterile and must be cleaned and sterilized prior to use.**